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Multi-Functional Monitoring System- Glucose, β-Ketone 
and Cholesterol Monitoring System / Sistema de 

supervisión multifuncional- Sistema de supervisión de 
glucosa, β-cetona y colesterol / Multifunktionales 
Überwachungssystem - Glukose-, β-Keton- und 

Cholesterin-Überwachungssystem /
Sistema di monitoraggio multifunzionale- Sistema di 
monitoraggio di glucosio, β-chetone e colesterolo /
 / جھاز قیاس متعدد الوظائف/ قیاس مستوى السكر في الدم، قیاس حموضة 

(كیتون) الدم ، وقیاس الكولیسترول
 / Многофункциональная система мониторинга -  

мониторинг уровня глюкозы, β-кетонов и 
холестерина / Multifunctioneel bewakingssysteem- 

Bewakingssysteem voor glucose, β-keton en 
cholesterol / Système de surveillance multifonction - Le 
système de détection du glucose, cétone et cholestérol
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 • Language: English, Dutch, Italian, Spanish,  
   Swedish, German and Finnish.
 • Data analysis :7, 14, 30, 60, 90 day average, 
   reading distribution, trend graphs and charts
 • Data could be exported as JPG or CSV via email
 • Support data back up to cloud server
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Apple and the Apple logo are tradem
arks of Apple Inc., 

registered in the U.S. and other countries and regions. 
App Store is a service m

ark of Apple Inc.

Distributed by
POPS! Diabetes Care Inc.
5600 Memorial Ave N Oak Park Heights, MN 55082
Customer Service Number: (800) 767-7268
Hours of Attention: Monday through Friday, 
8:00 AM to 5:00 PM Central Time

Quick Start Guide / Quía rápida de primer uso / Schnellstartanleitung / 
Guida Rapida /                     / Инструкция по началу работы / 

Verkorte gebruiksaanwijzing / Guide de démarrage rapide
MedNet EC-REP GmbH
Borkstraβe 10, 48163 Münster, 
Germany

TaiDoc Technology Corporation
B1-7F, No. 127, Wugong 2nd Rd., Wugu Dist., 
24888 New Taipei City, Taiwan

For assistance outside of these hours, 
please contact your healthcare professional.
Read instructions before use.
For In vitro diagnostic use.
For self-testing.
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Insert the test strip into the meter

Strip Type
Chol

Code No.
301

301
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CHOL

3.0μL

Ø3.5 mm
Ø0.138 inch

GLU

0.8μL

Ø2 mm
Ø0.079 inch

KET

CHOL

KET

CHOLGLU KET

1.0μL

Ø2.2 mm
Ø0.087 inch

Insert the test strip into the meter

GLU

45°

Strip Type
Ketone

Code No.
601

601

Insert the test strip into the meter
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